The use of measurements of radiographic response of x-ray films in quantitative and semiquantitative whole body autoradiography.
Published curves for quantitative and semiquantitative whole body autoradiography are compared with the predicted curves derived from the fundamental radiographic equation. Discrepancies are noted and probable explanations are given. Problems with calibration are reviewed and a preferred method suggested.